The design and construction of a multiple proportional counter used to study axonal transport.
The design and construction of a multiple proportional counter, a position-sensitive detector of ionizing radiation, are described. Both the mechanical and electronic aspects are discussed. Testing procedures are outlined, and test values are cited.